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D12 Lab Flotation Machine 
KBDA-24D Variable Frequency Drive Setup 

WARNING! HIGH VOLTAGE - 
Disconnect main power before making connections. 

Terminals “L1” and “L2” are for single phase AC line input only. Jumper “J1” should be set to the 115V position for 
use with a 115V power supply. For use with a 230V power supply, move jumper ”J1” to the 230V position. 
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